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without further washing is put back into its respective absorption tube.
Both tubes together with the filter paper containing the major part of the sulphide are taken to the titration table together with the other tests which have been similarly pre-pared. The filter paper with the adhering sulphide is placed in a 1000 c.c. beaker containing 500 c.c. of water. For con-venience the beaker should have an etched mark on it to indicate the half liter.
The paper is beaten into fragments with a glass rod and the pulp is stirred all through the water. Two c.c. of starch solution are added. The absorption tube corresponding to this filter is filled one-quarter full of distilled water and then to within an inch of the top with i : i hydrochloric acid. Fur-ther, the delivery tube, which has been momentarily removed from the absorption tube previous to adding the water, is returned to the acid fluid, and is raised and lowered in it to dis-solve any small quantity of cadmium sulphide adhering to its interior or exterior walls. It is then laid aside and the fluid in the absorption tube is poured into the water containing the bulk of the yellow sulphide. This acid is not dumped in promiscuously but is allowed to run down the inner wall of the beaker rather slowly so as not to disturb the contents thereof. Before stirring the acid through the latter, iodine is dropped in from a Gay-Lussac burette held in the operator's left hand. The drops are added in such a way that a circle of drops extends around the inner circumference of the beaker. With his other hand the operator now gives the solution in the beaker a slight stir with a glass rod. If this causes the blue to disappear, leaving a reddish tint, another cirelc of drops of iodine is added, and so on until two or three drops of the standard iodine solution produce a purplish blue end point which does not fade to a red with more stirring.
The number of c.c. of iodine used less the number of c.c. required to produce a faint blue in a blank test, multiplied by the percentage value in sulphur of the iodine standard, equals